[Magnetic urethral closure device. Negative outcome after implantation for the treatment of female urinary incontinence].
We report on a negative outcome after implantation of a magnetic urethral closure device, consisting of one part screwed into the pubic bone and one part as a vaginal cone, for the treatment of urinary stress incontinence grade III. Continence was never achieved for the patient. The urethra narrowed over time due to erosion and scarring and the patient started intermittent catheterization, because spontaneous micturition was not possible. The magnet was broken, the bladder neck was eroded, several fragments were found in the bladder, and numerous fragments were scattered throughout the small pelvis. Surgery consisted of removing most of the fragments, followed by bladder neck closure and suprapubic diversion.